Experience obtained during liver resections made under experimental conditions by a telescopic compressor (AKE).
Liver resection experiments in dogs made by the AKE telescope compressor are reviewed. It is established that the instrument can be applied to the liver parenchyma of varying size and compressibility. The time of resection is short and the intervention entails only minimal loss of blood. Using this solution, it is not necessary to produce the transitory warm ischaemia of the liver.